
Introduction
Generally, biliary stricture is pathologically diagnosed by bile
cytology and biliary forceps biopsy with endoscopic retrograde
cholangiopancreatography (ERCP). However, the sensitivity
(cancer detection rate) for malignant biliary stricture is report-
ed to be 30% to 57% with brush cytology and 43% to 81% with
biliary biopsy [1], indicating that in many instances, pathologi-
cal diagnosis is difficult. When the pathological diagnosis of
malignancy cannot be obtained, diagnosis must need to be de-
termined based on imaging findings and clinical course, and
then, a metal stent may be placed.

In recent years, covered self-expandable metal stents
(CSEMS) have been reported to be safely removed [2, 3], mak-

ing CSEMS even more useful from the perspective of reinter-
vention. Removed CSEMS are generally simply discarded. How-
ever, we washed the surface of a removed CSEMS with saline
considering the possibility that tumor cells or tissues might be
attached to the stent surface in contact with the lesion, and
pathological examination of the washing liquid as cytology
(CSEMS washing cytology) was performed. In the current study,
we evaluated the diagnostic performance of CSEMS washing
cytology for biliary strictures.

Use of washing cytology from removed self-expandable
metal stents for biliary strictures: a novel cytology
method
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ABSTRACT

Removability is one of the important features of biliary cov-

ered self-expandable metal stents (CSEMS). In this study,

we evaluated the diagnostic ability of washing cytology of

removed CSEMS. For 14 removed CSEMS that had been

placed for the biliary strictures (12 malignant, 2 benign),

the surface of CSEMS was washed with saline, and patho-

logical examination of the washing liquid as cytology

(CSEMS washing cytology) was performed. The specimen

sampling rates and sensitivity for malignancy of CSEMS

washing cytology were 92.9% and 41.7%, respectively. Sen-

sitivity according to the primary disease was 60.0% for bile

duct cancer and 20% for pancreatic cancer. Sensitivities

based on the methods of stent removal were 16.7% and

66.7% for removal through the channel of the scope and

with the scope, respectively. Therefore, it is possible that

sensitivity of CSEMS washing cytology is higher in bile duct

cancer and for removal with the scope. In conclusion,

CSEMS washing cytology may have potential as a patholog-

ical diagnostic method.
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Patients and methods
Patients

The subject sample included 14 sessions of CSEMS washing cy-
tology in 11 patients [males: 9, females: 5, age: 69.0 ±15.0
years (mean ± standard deviation)] whereby CSEMS for distal
biliary stricture was removed and CSEMS washing cytology was
performed at our hospital between June 2017 and September
2018. In three of 11 patients, CSEMS washing cytology was per-
formed twice. The primary diseases of distal biliary strictures
were bile duct cancer in five patients, pancreatic cancer in five,
lymph node metastasis in two, and chronic pancreatitis in two.

Endoscopic sphincterotomy (EST) was performed before
CSEMS placement in 12 patients. All CSEMS were placed across
the papilla. CSEMS were of the fully covered type in 11 patients
[Hanaro stent (M.I. Tech, Seoul, South Korea): five, Niti-S ComVi
stent (Taewoong Medical Inc., Goyang, South Korea): three,
and WallFlex Biliary RX stent (Boston Scientific, Marlborough,
Massachusetts, United States): three] and of the partially cov-
ered type in three patients (WallFlex Biliary RX stent: three).
The diameter of CSEMS was 10mm for all patients, with a
length of 6 cm in seven patients, 7 cm in four patients, and 8
cm in three patients.

The reasons for CSEMS removal were stent obstruction in
eight patients, concurrent acute cholecystitis in two patients,
concurrent acute pancreatitis in one patient, and re-evaluation
of stricture in three patients. The median duration of CSEMS
placement was 73.5 (range, 2–116) days.

In the same ERCP session where CSEMS washing cytology
was performed, bile aspiration cytology was also performed in
three patients. Prior pathological examinations by ERCP includ-
ed bile cytology in 12 patients (brush cytology in nine and as-
piration cytology in three) and biliary biopsy in 10 patients
(some patients overlapping).

CSEMS removal

We used a duodenoscope [TJF260V (Olympus Medical Systems
Corp., Tokyo, Japan)]. The CSEMS was grasped using a snare
(▶Fig. 1); if possible, the CSEMS was removed through the
channel of the scope and if not, it was removed together with
the scope while being grasped with the snare. The CSEMS was
removed through the channel in eight and with the scope in
six. A removed CSEMS is shown in ▶Fig. 2.

Techniques for CSEMS washing cytology

A 19-guage needle was mounted on a syringe containing saline.
While spraying with saline, tissue attached to the surface of the
CSEMS was washed and scraped off (▶Fig. 3, ▶Video 1). The
stent washing liquid was submitted for pathological examina-
tion as a specimen for cytology. The sample of stent washing li-
quid is shown in ▶Fig. 4.

Pathological diagnosis

Specimens were considered to be malignant when malignant
cells were clearly identified (Class V) or when highly atypical
cells suspected to be malignant were observed (Class IV). Sam-
ples of cytologic specimen indicating adenocarcinoma are

▶ Fig. 1 Removal of a covered self-expandable metal stent using a
polypectomy snare.

▶ Fig. 2 A removed covered self-expandable metal stent.

▶ Fig. 3 Technique for washing cytology with covered self-expand-
able metal stents. While spraying with saline, tissue attached to
the surface of the removed stent was washed and scraped off with
a 19-gauge needle.
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shown in ▶Fig. 5. Specimens were considered to be benign if
normal cells were identified, or atypical cells which cannot rule
out malignancy were found.

Measurements

We retrospectively examined the specimen sampling rates,
sensitivity, and specificity of CSEMS washing cytology. We also
evaluated the relationship between CSEMS washing cytology
results and patient backgrounds or stent removal techniques.
Furthermore, we compared results of CSEMS washing cytology
with those of other pathological examinations.

The specimen sampling rate was defined as the rate of ob-
taining specimens in adequate quantity and quality for diagno-
sis. Sensitivity indicates the cancer detection rate.

This study was approved by the institutional review board of
St. Marianna University School of Medicine.

Statistical analysis

Fisher’s exact test and Mann-Whitney U test were used for sta-
tistical analysis, where appropriate. P<0.05 was considered to
be significant. Statistical analysis was performed using Stat-
Mate IV software (ATMS Co., Ltd., Tokyo, Japan).

Results
In CSEMS washing cytology, the specimen sampling rates was
92.9% (13/14) and the sensitivity was 41.7% (5/12). Of the
two cases with benign stricture of chronic pancreatitis, one
had no specimen. Sensitivities based on the primary disease
were 60.0% (3/5) for bile duct cancer, 20% (1/5) for pancreatic
cancer, and 50.0% (1/2) for lymph node metastasis. Although
there was no statistical difference (P=0.519), sensitivity was
the highest for bile duct cancer. In the malignant cases, median
stent placement duration was 71 (range, 2–116) days for five
patients in whom malignancy could be diagnosed by CSEMS
washing cytology and 76 (range, 15–113) days for seven pa-
tients in whom malignancy could not be diagnosed, with no
significant difference. Sensitivities based on the method of
stent removal was 16.7% (1/6) and 66.7% (4/6) for stents re-
moved through the channel of the scope and for those re-
moved with the scope, respectively. Although no statistical dif-
ference was observed (P=0.242), sensitivity was higher for
stents removed with the scope.

In three patients with malignancy in whom CSEMS washing
cytology and conventional aspiration bile cytology were per-
formed in the same ERCP session, malignancy was not diag-
nosed by conventional bile cytology in all patients (Class III: 2;
Class I: 1); however, malignancy could be diagnosed by CSEMS
washing cytology in two of the three patients (Class V: 1, Class
IV: 1, and Class I: 1).

Sensitivities of pathological examination performed in the
previous ERCP was 50.0% (5/10) and 25.0% (2/8) for conven-
tional bile cytology and biliary biopsy, respectively. Among the
five patients in whom malignancy could not be diagnosed by
prior pathological examinations, malignancy could be diag-
nosed by CSEMS washing cytology in two patients. In the malig-

nant cases, the median observation period following CSEMS
washing cytology was 168 (range: 8–331) days.

The patient summary is shown in ▶Table 1.

Discussion
Herein we report CSEMS washing cytology as a novel patholog-
ical diagnostic method for biliary stricture. We found that cellu-
lar components were attached to the surface of the removed
CSEMS and that specimens could be collected in a state that
could be pathologically evaluated. Sensitivity of CSEMS wash-
ing cytology was 41.7%, which was neither inferior to the sensi-

▶ Fig. 4 Macroscopic findings from the stent washing liquid. Red-
dish specimens along with debris were observed.

Video 1 Technique of covered self-expandable metal stent
washing cytology.
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tivity previously reported for brush cytology (30%-57%) [1] nor
inferior to the sensitivity of conventional pathological examina-
tions performed previously for subjects of the current study.
Furthermore, malignancy could be diagnosed by CSEMS wash-
ing cytology in two of the five patients in whom malignancy
could not be diagnosed by prior conventional examinations.
Moreover, malignancy could not be diagnosed by bile cytology

in any of the three patients in whom CSEMS washing cytology
and bile cytology were performed in the same ERCP session;
however, diagnosis was achieved in two patients by CSEMS
washing cytology. Accordingly, we believe that CSEMS washing
cytology has potential as a useful pathological diagnostic meth-
od.

▶ Fig. 5 Cytologic specimen from the stent washing liquid. Cytological findings indicated adenocarcinoma.

▶Table 1 Patient summary.

Case Primary

disease

CSEMS Placement

periods (day)

Stent remov-

al method

CSEMS wash-

ing cytology

Simultaneous

bile cytology

Previous bile

cytology

Previous

biliary biopsy

 1 BCa FC, Niti-S  78 WS Class V Class III Class III No malignancy

 2 LM FC, Hanaro   2 TS Class IV – Class V Atypical

 3 BCa FC, Hanaro  32 TS Class I Class III Class II No malignancy

 4 BCa FC, Hanaro  50 WS Class IV Class II Class III Atypical

 5–1 PCa FC, Hanaro  15 TS Class III – Class V Malignancy

 5–2 PCa FC, WallFlex 116 WS Class V – Class V Malignancy

 6 LM FC, Hanaro  30 TS Class V – – –

 7–1 BCa PC, WallFlex 111 TS Class II – Class IV –

 7–2 BCa FC, Niti-S  71 WS Class V – Class IV –

 8–1 PCa PC, WallFlex  76 WS Class II – Class III Atypical

 8–2 PCa FC, Niti-S 113 WS Class II – Class III Atypical

 9 PCa PC, WallFlex  80 TS Class I – – –

10 CP FC, WallFlex  99 TS Class I – Class II Atypical

11 CP FC, WallFlex  57 TS No specimen – Class II No malignancy

CSEMS, covered self-expandable metal stent; BCa, bile duct cancer; LM, lymph node metastasis; PCa, pancreatic cancer; CP, chronic pancreatitis; FC, fully covered;
PC, partially covered; WS, with the scope; TS, through the scope
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Sensitivities of CSEMS washing cytology based on the pri-
mary disease were 60% and 20% for bile duct cancer and pan-
creatic cancer, respectively. Although our evaluation included a
small sample size, it is possible that sensitivity is higher in bile
duct cancer than in pancreatic cancer. Although endoscopic ul-
trasound-guided fine-needle aspiration (EUS-FNA) for pancre-
atic cancer has been reported to have high sensitivity of about
90% [4, 5], EUS-FNA can be technically difficult for bile duct
cancer; therefore, CSEMS washing cytology might contribute
to better diagnostic modality for bile duct cancer.

No relationship was observed between sensitivity of CSEMS
washing cytology and duration of stent placement. We were
able to diagnose malignancy even in patients whose stents
were removed 2 days after placement. Therefore, we believe
that CSEMS washing cytology is worthwhile even for patients
whose stents are removed soon after placement.

Sensitivities of CSEMS washing cytology based on the meth-
od of stent removal were 16.7% and 66.7% for removal through
the channel of the scope and that together with the scope,
respectively. Although no significant difference was observed
because of the small sample size, sensitivity was higher for re-
moval with the scope. When the stent was removed through
the channel, cellular components attached to the surface of
the stent may have fallen off in the channel, which might have
resulted in a lower sensitivity. Therefore, when performing
CSEMS washing cytology, removal of the stent together with
the scope might be better.

To our knowledge, there are three previous reports on cytol-
ogy using removed biliary plastic stents (plastic stent cytology)
[6–8], but there is no report using removed biliary metal stents
except for one case report [9]. According to the initial report
on plastic stent cytology, sensitivity for malignancy was high
at 79% [6]. However, in the following two reports with a rela-
tively large number of subjects, sensitivities were low at 36%
[7] and 11% [8]. As compared with plastic stent cytology, met-
al stent cytology may allow large amounts of tissue to be sam-
pled, owing to the wide contact area of the stent and the tu-
mor and the rough structure of the stent surface.

The advantage of CSEMS washing cytology is that it is mini-
mally invasive for the patient because the removed stent is
washed outside the body to collect a specimen. Therefore, spe-
cial devices, such as a brush, biopsy forceps, and aspiration nee-
dle, are not required to collect the sample, and sample collec-
tion can be performed at a very low cost using only an injection
needle and saline. Conversely, the limitation is that it does not
contribute to early diagnosis because the examination is per-
formed at the time of stent removal. However, in some pa-
tients, pathological diagnosis is difficult with conventional
methods, and a metal stent is placed without a pathological di-
agnosis. In recent years, advance in chemotherapy have pro-

longed survival and increased circumstances that dictate stent
removal/replacement, and to a certain extent, survival can be
expected even after reintervention. In the current study, we
conducted a median follow-up observation for 168 days after
stent removal. Even if it is late, if pathological diagnosis can be
achieved with CSEMS washing cytology, we believe that it can
be of help to selection of the subsequent treatment plan.

The current study has the following limitations. First, it was
retrospective, small and performed at a single institution be-
cause it was a preliminary study. Second, because this study
contained only a certain kind of CSEMS, it is unclear whether
CSEMS washing cytology can be applied to other stents. In fu-
ture, further examination of many types of stents with a large
sample size is desirable.
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