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Objective The aim of this study was to determine whether the screw emergence 
angulation correction by computer-aided design (CAD)-computer-aided manufactur-
ing (CAM) can influence implant survival and marginal bone stability.
Materials and Methods This was a controlled split-mouth retrospective study of 
angled channel restorations. The dental implants supporting the prosthesis were 
divided into the following two groups: the first group (Group 1) included the implants 
that required screw channel angulation, while the second group (Group 2) included 
the implants that did not require this correction to screw the prosthesis to the implant. 
The main outcome variables were implant survival and marginal bone loss (MBL).
Results A total of 68 dental implants placed in 22 patients were included in the final 
cohort. The mean follow-up time was 39.65 ± 15.20 months. None of the studied 
implants failed during the follow-up period and the mean MBL was − 0.29 ± 0.51 mm at 
the end of the follow-up. No statistical differences in the MBL were observed between 
the two groups of the study (-0.18 ± 0.51 and − 0.23 ± 0.58 mm, respectively).
Conclusion The angulation of the screw channel with CAD-CAM technology resulted 
in good clinical outcomes and did not affect MBL. Thus, the angulated screw channel 
might be considered an alternative to face undesired screw emergencies. Future pro-
spective clinical studies should confirm these results.
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Introduction
During the last few decades, implant-supported fixed pros-
theses are a routinely used strategy to restore dental aesthet-
ics and function. In this context, it has been reported that 
fixed, implant-supported restorations offer a predictable 
treatment modality, which significantly improves the quality 
of life for patients.1

Fixed prostheses can be retained to the dental implant by 
cementation or screw retention. Among both alternatives, 
screw-retained prostheses present several advantages that 
could tip the balance, such as retrievability, need for minimal 

interocclusal space, and easier maintenance.2,3 However, the 
aesthetic result of the prosthetic rehabilitation may be ham-
pered by an undesired screw channel emergence, for exam-
ple, in the labial or buccal sides of the prosthesis.4

The placement of prefabricated angled transepithelial 
abutments may solve this undesired screw channel emer-
gence.5 Nevertheless, angled abutments only offer a lim-
ited range of angulation, which may not be the appropriate 
for all cases. Furthermore, it was previously suggested that 
the angulation of abutments may increase the stress to the 
implant and the adjacent bone.6
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In this context, computer-aided design (CAD)-computer-
aided manufacturing (CAM) is a consolidated and continu-
ously evolving technology7,8 which could be the answer to 
face the problem of inappropriate screw channel emergence. 
The CAD-CAM technology is able to customize the screw 
channel angulation at any direction and with a wide range of 
magnitudes (but with upper limit), optimizing the prosthetic 
design.9 These advantages, among others, resulted in the 
wider use of the CAD-CAM technology in clinical practice.9 
Nevertheless, the implementation of CAD-CAM technology 
in the clinics is faster than the available studies reporting on 
the clinical outcomes.

Recently, in a split-mouth retrospective study, our 
group reported that the angulation of the screw channel by 
CAD-CAM did not result in a higher frequency of technical 
complications.10 To complement these results and increase 
the available clinical evidence regarding the use of CAD-CAM 
technology in dentistry, the aim of this study was to deter-
mine the effect of screw channel angulation on implant sur-
vival and marginal bone loss (MBL) in the same study cohort.

Materials and Methods
Study Design
The manuscript was prepared according to the Strengthening 
the Reporting of Observational studies in Epidemiology 
(STROBE) guidelines, which were adapted to cohort studies.11 
This study was performed following the Helsinki Declaration 
regarding investigations with human subjects. The entire 
research was conducted in a single center in Vitoria, Spain. 
An exemption from the institutional review board’s (IRB’s) 
approval of the study protocol was granted by the author's 
institution, as it was a retrospective study, and the evaluated 
medical device had already been approved for clinical use. 
The analyzed datasheet did not contain any patients' identi-
fiable data (anonymized datasheet).

The starting study cohort was previously published.10 This 
was a controlled split-mouth retrospective study of angled 
channel restorations. The dental implants supporting the 
prosthesis were divided into the following two groups: the 
first group (Group 1) included the implants that required 
screw channel angulation, while the second group (Group 2)  
included the implants that did not require this correction 
to screw the prosthesis to the implant. The inclusion cri-
teria were partial or complete prostheses placed between 
November 2014 and December 2015, age ≥ 18 years old, 
had received fixed dental prostheses with an angulation 
of the screw channel up to 30°, had at least one nonangu-
lated piece in the same prosthesis, prostheses partially or 
totally placed in anterior positions, and time lapse between 
the implant placement and the final angulated prosthesis 
connection ≤ 12 months. As exclusion criteria, cantilevered 
prostheses were excluded.

Variables
The predictor variable was the angulation of the crew chan-
nel (Group 1 vs. Group 2). The primary outcome was the 
implant survival rate that was assessed by time-to-event 

analyses. The secondary outcome was MBL. Other clinical 
variables were recorded as clinically relevant to evaluate the 
effect of the predictor variable (implant location, insertion 
torque, implant length, patient' sex and age, prosthesis type, 
and follow-up time).

Surgical Technique
Following a reflection of a full-thickness flap, implant sites 
were marked by the initial drill (1.5 mm drill) working  
at 850 to 1000 rpm under irrigation. Implant site preparation 
was continued with diameter drills.12,13 The implant surface 
was biofunctionalized with plasma-rich ingrowth factors 
(BTI Biotechnology Institute; Vitoria, Spain) before place-
ment in the bone.14,15 The implants evaluated in this study 
had a moderately rough and acid-etched surface.16

CAD-CAM technology was used to correct the angulation 
of the screw channel adapted to each clinical case with an 
upper limit of 30°in chrome–cobalt (Cr–Co) metal frame-
works. The virtual design of the Cr–Co structure was done 
based on extra-oral scanning (Imetric) performed for the 
cast. For this step, the body scans for the transepithelial abut-
ments were connected.

The superstructure design was performed in exocad soft-
ware and the crew channel was angulated with PowerShape 
CAD software (AUTODESK). A computer-steered 5-axis mill-
ing machine produced the Cr–Co structure. The same work-
flow was performed for the centered locations, but without 
the screw channel angulation correction. The prosthesis 
screw was the same for both groups (Ti Black screw, BTI 
Biotechnology Institute). The screw insertion torque, as rec-
ommended by the manufacturer, was given a manual multi-
torque wrench.

Data Collection Methods
Clinical and radiographic data were reviewed to assess 
implant survival (presence of the implant at the last visit) 
and other relevant clinical data (implant location, insertion 
torque, implant length, sex and age, type of prosthesis, and 
time of follow-up). MBL at the bone level was calculated from 
the radiographic record when the prosthesis was connected 
and in the last available radiograph both mesially and distally 
for each implant supporting the prosthesis. MBL was calcu-
lated as the subtraction of the bone level in the last radio-
graphic record and at the moment of the angulated prosthesis 
connection. The mean of the mesial and distal MBL was also 
calculated. MBL was measured using the Sidexis software 
(Dentsply Sirona; York, US) and the length of the implant was 
used as calibrator.

Statistical Analysis
Qualitative variables were described by calculating the abso-
lute and relative frequency, and quantitative variables were 
described by the mean and standard deviation. The normal 
distribution of the data was verified with the help of the 
Shapiro–Wilk test. Qualitative variables were analyzed with 
a c2 test. The Mann–Whitney test was used to analyze sta-
tistical interaction between quantitative and qualitative 
variables. Linear regression was selected to test the effect 
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between quantitative variables. The statistical significance 
was set at p < 0.05. SPSS v15.0 for Windows statistical soft-
ware package (SPSS Inc. Released 2006. SPSS for Windows, 
Version 15.0. Chicago, SPSS Inc.) was used for statistical 
analyses.

Results
After the application of the inclusion/exclusion criteria, the 
final cohort included in this study contained 22 patients 
with 68 dental implants. Of these 68 dental implants,  
34 implants belonged to Group 1 and the other 34 belonged 
to Group 2. All included prostheses had at least one angled 
and one nonangled piece as shown in ►Fig. 1. The main fol-
low-up of dental implants was 45.5 ± 15.02 months and the 
mean follow-up of the prostheses was 39.65 ± 15.20 months. 
The localization distribution of the dental implants can be 
observed in ►Fig. 2.

The distribution of the variables between groups 1 and  
2 can be observed in ►Table1. In this analysis, a higher per-
centage of short dental implants, located mostly in the pos-
terior regions, were present in Group 1.

The dental implant survival at the end of the follow-up 
was 100%. Regarding MBL, it was − 0.29 ± 0.51 mm at the end 
of the follow-up. No statistical differences were observed 
between groups with regard to MBL.

Next, further confounding variables were evaluated in 
►Table 2. As observed, any of the recorded clinical variables 
were associated with MBL in the studied cohort.

Discussion
The aim of this study was to investigate the effect of cor-
recting screw channel angulation by CAD-CAM on dental 
implant survival and MBL. The results observed in the stud-
ied cohort indicated that neither survival nor MBL were 
affected by the angulation of the screw channel. These results 
are in agreement with a previous publication with the same 
study cohort, where our group concluded that correcting 
the screw channel angulation by CAD-CAM does not result 
in an increased frequency of technical complications.10 To 
our knowledge, this was the first cohort comparing, with a  
split-mouth design, the clinical outcomes of angled prosthe-
ses by CAD-CAM.

Good clinical outcomes were observed for the angled pros-
theses, with a 100% dental implants’ survival and low MBL. 
The MBL values observed in this study are within the ranges 
reported by other authors at similar follow-up times,17,18 sup-
porting the use CAD-CAM technology to fabricate angled 
channel restorations.

In this context, the use of CAD-CAM technology could 
have several advantages in comparison with other avail-
able solutions to correct unfavorable implant positioning, 
such as cement-retained prostheses or placement of angled 
abutments. First, it was previously proposed in systematic 
reviews that screw-retained prostheses are associated with 
lower occurrence of biological complications, which are 
accompanied by higher retrievability.2,3 Second, regarding the 
use of angled abutments, the magnitude and direction of the 
screw channel angulation can be optimized to the clinical sce-
nario.9 Third, it was previously proposed that restoring over 
angled abutments could result in negative consequences to 
the adjacent bone. In this sense, finite element analysis (FEA), 
comparing straight, and angled abutments reported higher 
strain in angled abutment independently of the bone type.6,19 
Another study confirmed these results in another FEA, and 
they also observed that the stress was exacerbated when 
increasing the angulation of the prefabricated abutment 
from 0 to 20°.20 These results were accompanied by in vitro 
studies, as the one recently published by Sousa et al,21 who 
reported the removal torque of screws placed in straight abut-
ments in comparison with angled abutments, together with  
the measurement of the von Misses stress quantification at 
the cervical level and the resistance to the single-load-to fail-
ure test. In this study, the authors observed lower removal 
torque of screws placed in angled abutments, together with 
higher von Misses stress at the cervical region and lower 
resistance to the single load-to failure test.

Finally, the results of these in vitro studies were also 
confirmed in the clinical field. A systematic review with 

Fig. 1 Example of a prosthesis included in the study, observing angu-
lation of the screw channel in position 24 (Group 1) and no need of 
angulation in position 26 (Group 2). The screw emergence is shown 
in red and screw emergence correction using CAD/CAM technology 
is shown in blue. CAD, computer-aided design; CAM, computer-aided 
manufacturing.

Fig. 2 Distribution of implant localization in the prostheses.
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Table 1 Description of the studied cohort with angulated or not angulated pieces

Variable Angulated piece Not angulated 
piece

Total Sign

Dental implants (%) 34/68 (50) 34/68 (50) 68 —

Number of patients 22/22 22/22 22 —

Age (mean ± SD), years — — 65.09± 11.1 —

Sex (%)

Male — — 12/22 (54.54) —

Female — — 10/22 (45.45) —

Follow-up time from implant insertion  
(mean ± SD), months

44.32 ± 16.37 46.79± 13.67 45.5 ± 15.02 p = 0.685

Follow-up time of the prosthesis (mean ± SD), 
months

38.32 ± 16.5 40.97± 13.9 39.65 ± 15.20 p = 0.708

Type of prosthesis

Partial (%) 32/34 (94.1) 30/34 (88.2) 32/68 (91.17) p = 0.393

Complete (%) 2/34 (5.9) 4/34 (11.8) 6/68 (8.83)

Implant length

Standard length (> 8 mm) 27/34 (79.4) 19/34 (55.9) 46/68 (67.64) p = 0.038*

Short implants (≤ 8 mm) 7/34 (20.6) 15/37 (44.1) 22/68 (32.35)

Localization

Maxilla (%) 16/34 (47.1) 19/34 (55.9) 35/68 (51.47) p = 0.467

Mandible (%) 18/34 (52.9) 15/34 (44.1) 33/68 (48.53)

Anterior (%) 21/34 (61.8) 9/34 (26.5) 30/68 (44.12) p = 0.003**

Posterior (%) 13/34 (38.2) 25/34 (73.5) 38/68 (55.88)

Initial torque (mean ± SD), Ncm 37.17± 14.36 37.32± 18.1 37.24± 16.15 p = 0.684

MBL

Mesial MBL (mean ± SD), mm -0.12 ± 0.66 -0,18± 0.61 -0.14 ± 0.63 p = 0.702

Distal MBL (mean ± SD), mm -0.25 ± 0.59 -0,29± 0.73 -0.27 ± 0.66 p = 0.787

Mean MBL (mean ± SD), mm -0.18 ± 0.51 -0,23± 0.58 -0.29 ± 0.51 p = 0.577

Implant survival (%) 100 100 100 n/a

Abbreviation: MBL, marginal bone loss.
*p < 0.05; **p < 0.01.

Table 2 Statistical analysis of factors affecting MBL

Variable Mesial MBL Distal MBL Mean MBL

Age (mean ± SD), years R=-0.241
p = 0.280

R=- 0.51
p = 0.82

R=-0.137
p = 0.543

Sex (%) 0.46 0.36 0.408

Follow-up time from insertion (mean ± SD), months R= -0.084
p = 0.497

R=-0.36
p = 0.836

R=-0.035
p = 0.779

Follow-up time prosthesis (mean ± SD), months R= 0.109
p = 0.376

R=-0.16
p = 0.895

R=0.056
p = 0.649

Types of prosthesis

Partial vs. complete p = 0.204 p = 0.379 p = 0.705

Implant length (≤ 8 mm vs. > 8 mm) 0.422 0.849 0.495

Localization

Maxilla/mandible 0.234 0.649 0.436

Anterior/posterior 0.775 0.762 0.951

Initial torque (mean ± SD), Ncm R=-0.13
p = 0.329

R=0.16
p = 0.902

R=-0.72
p = 0.592

Abbreviation: MBL, marginal bone loss.
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meta-analysis compared the biological and mechanical com-
plications associated with angled abutments by analyzing 
more than 4000 dental implants.22 They observed that dental 
implants connected to angled abutments had higher prob-
ability of failure together with higher peri-implant MBL in 
comparison with straight abutments.

In addition, in order to interpret these results, it is import-
ant to consider that all the restorations analyzed in this 
cohort were indirect restorations, meaning that the prosthe-
sis was screw-retained to prefabricated straight transepithe-
lial abutments in contrast to direct to implant restorations, 
which was previously associated with lower MBL.23

Taking these results together, it can be proposed that the 
use of CAD-CAM technology is an alternative to correct the 
undesired screw channel emergencies, which result in good 
clinical outcomes. Keeping in mind the limitations, as this is 
a retrospective study, it is difficult to control the risk of bias 
in this study design. The split-mouth design followed in this 
study, in which each patient is its own control, could dimin-
ish the bias associated to retrospective studies. Nevertheless, 
these results should be confirmed with well-designed pro-
spective clinical studies with longer time of follow-up and 
larger sample size.

Conclusion
The correction of screw channel angulation with CAD-CAM 
is not associated with an increased dental implant failure or 
MBL and it can be an alternative to other angled abutments 
or cemented restoration. After 3 years of follow-up, the angu-
lation of the screw channel by CAD-CAM resulted in good 
clinical outcomes. Future prospective studies are required to 
confirm these results.
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