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Abstract Pyrolytic carbon implants for trapeziometacarpal (TMC) arthritis have been extensively
studied, but there is still discrepancy in the literature concerning the mid-term
functional results. Our group describes the clinical and radiological results after five
years of surgical management of TMC arthritis with Pyrodisk (Integra Life Sciences,
Plainsboro, NJ, US). A total of 19 patients (2 males and 17 females) aged 56.45�5.95
(range: 44 to 67) years were reviewed with a mean follow-up of 74.05�14.43 (range:
60.00 to 105.83) months. At the final follow-up, the score on the Visual Analogue
Scale (VAS) for pain was of 1.76�2.05, the average score on the Quick Disabilities of
the Arm, Shoulder and Hand (QuickDASH) questionnaire was of 22.73�22.33, and all
functional parameters were above the 90% barrier of the contralateral side. The
progression of radiolucency was 89% at 1 year and 11% at 5 years of follow-up
respectively, but it was not related to the clinical outcomes. The prevalence of
subluxation (around one-fourth of the center of the implant) was of 24% in asymptom-
atic patients, and dislocation was not observed. The overall survival of the implant was
of 89%. Revision took place in 11% of the cases due to persistent pain and implant
breakage after direct impact. More than 75% of the patients were very or highly
satisfied with the treatment. In conclusion, Pyrodisk enabled us to obtain good
functional mid-term results, with an acceptable survival of the implant and low risk
of dislocation. Radiological findings do not necessarily translate into clinical symptoms.

Resumen Los implantes de carbono pirolítico para la artritis trapeciometacarpiana (TMC) se han
estudiado ampliamente, pero la literatura sigue siendo discrepante en lo que respecta a
los resultados funcionales amedio plazo. Nuestro grupo describe los resultados clínicos
y radiológicos después de cinco años de tratamiento quirúrgico de la artritis TMC con
Pyrodisk (Integra Life Sciences, Plainsboro, NJ, EEUU). En total, 19 pacientes (2 hombres
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Introduction

The trapeziometacarpal (TMC) joint is commonly affected by
arthritis, with a prevalence of 8% to 11% in the general
population.1 Although the conservative treatment plays
a role in the improvement of symptoms and delay of
progression,2 surgery is frequently required. Numerous
operative strategies have been shown to be effective in
most cases, but no single method so far has emerged as
superior to the others.2–6

The use of pyrolytic carbon prostheses has increased during
the last decade,7,8 due to their biocompatibility, low coefficient
of friction, andparticularmoduleofelasticity,9,10which creates
a high-strength and wear-resistant implant.10–12 Studies pub-
lished to date are discrepant on what concerns mid-term
functional results: many describe favorable outcomes, namely
excellent pain reliefandpatient satisfaction,4,8,10,13,14but some
report high failure rates, secondary to breakage, instability,
dislocation, loosening, and stiffness.9,15

The pyrolytic carbon nonanatomic interposition implant
(PyroDisk, Integra Life Sciences, Plainsboro, NJ, US) preserves
thumb length and provides an anatomical basis for better
thumb function and pinch strength.16 It also avoids the
problems with metallosis, bone cement and polyethylene
wear observedwith other implants.13 The present work aims
to address the clinical and radiological results in a series of
patients submitted to surgery for isolated TMC primary
osteoarthritis with Pyrodisk after 5 years of follow-up.

Materials and Methods

Study design. We conducted a retrospective observational
study with patients diagnosed with isolated primary TMC
degenerative osteoarthritis who were submitted to surgery
at our center between February 2011 and March 2014.

Revision and approval by the Ethical and Health Committee
of Hospital de Braga, Braga, Portugal were obtained.
The inclusion criteria were: age>18 years at the time of
the surgery, minimum follow-up of 60months, primary TMC
degenerative osteoarthritis, radiographic stages II and III
according to Eaton classification,17,18 no prior TMC joint
operations, and failure of the nonsurgical treatment. The
exclusion criteria were: patients younger than 18 years of
age, and radiographic evidence of scaphotrapeziotrapezoidal
arthritis. The patientswere identified in a database, and their
medical records were reviewed. In total, 28 patients were
selected (3 males and 25 females). From these, one patient
was deceased, four were excluded due to loss of follow-up,
and another four were excluded due to the unavailability of
postoperative radiographs at the latest follow-up. A total of
19 patients (2 males and 17 females) were reviewed.

Surgical technique. All of the patients were operated under
general or brachial plexus anesthesia. A pneumatic tourniquet
was used (with 250mmHg of pressure). The patients were in
supine position, with the affected limb on a lateral table. A
dorsolateral approach was used between Abdutor Pollicis
Longus and Extensor Pollicis Brevis. The superficial branches
of the radial nerve were identified and spread apart. A
longitudinal capsulotomy of the TMC joint was performed
from the mid-portion of the metacarpal to the base of the
trapezium. An oscillating saw was used to remove 2mm to
3mm from the base of the first metacarpal bone perpendicu-
larly to the bone’s long axis. A minimal resection of the
trapeziumwas performed using an oscillating saw for parallel
alignment to themetacarpal bone. A reamerwasused to create
a concavity between the base of the metacarpal bone of the
thumb and the distal surface of the trapezium. A 3.2-mm drill
was used to create a hole in the trapezium (from the proximal
and dorsoradial aspects of the trapezium toward the center of
the TMC joint) and in thefirstmetacarpal bone (at 1.5 cmdistal

y 17 mujeres) con edad promedio de 56.45�5.95 (rango: 44 a 67) años fueron
revisados, con un seguimiento medio de 74.05�14.43 (rango: 60.00 a 105.83) meses.
En el seguimiento final, la puntuación en la Escala Visual Analógica (EVA) para el dolor
fue de 1.76�2.05, el promedio de la puntuación en el cuestionario Quick Disabilities of
the Arm, Shoulder and Hand (QuickDASH, Discapacidades del Brazo, Hombro y Mano,
en inglés) fue de 22.73�22.33, y todos los parámetros funcionales estaban por encima
de la barrera del 90% del lado contralateral. La progresión de la radiolucencia fue del
89% a 1 año y del 11% a 5 años de seguimiento, respectivamente, pero no se relacionó
con los resultados clínicos. La prevalencia de la subluxación (alrededor de un cuarto del
centro del implante) fue del 24% en pacientes asintomáticos, y no se observó
dislocación. La supervivencia global del implante fue del 89%. La revisión tuvo lugar
en el 11% de los casos debido al dolor persistente y la rotura del implante después del
impacto directo. Más del 75% de los pacientes estaban satisfechos o muy satisfechos
con el tratamiento. En conclusión, Pyrodisk nos permitió obtener buenos resultados
funcionales a medio plazo con una supervivencia aceptable del implante y bajo riesgo
de luxación. Los hallazgos radiológicos no necesariamente deben traducir las caracter-
ísticas patológicas.

Palabras clave

► Artritis trapecio-
metacarpiana

► Pyrodisk
► Radiolucidez
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to thesurfaceof thejointand fromthedorsoradial aspectof the
baseof themetacarpal bone toward thecenter of theTMC joint
as well). The proper implant was determined by selecting the
trial implant that best fitted the base of the metacarpal bone
and confirmed by intraoperative fluoroscopy. A hemiplasty of
the Flexor Carpi Radialliswas performed. The tendonwas first
passed deep in relation to the tendons of the first dorsal
compartment, and then, through the trapezium, the implant
hole, and it was finally recovered through the metacarpal
tunnel. The plasty was sutured dorsally back onto itself,
considering the correct tension to ensure the stability of the
TMC joint. The capsule and skin were closed with absorbable
and non-absorbable sutures, respectively. A thumb spica
plaster immobilization was used in every case.

Postoperative treatment. The sutures were removed at
15 days. The splint was removed at three weeks. Active range
of motion (ROM) and physical rehabilitation started after-
wards. The total time of the therapy was defined on an
individual basis. Unrestrained activities were allowed at
12 weeks after surgery.

Outcome measures. At the final follow-up, the clinical and
radiological data were reviewed. The Visual Analogue Scale
(VAS) for pain, which ranges from 0 (no pain) to 10 (maximum
pain imaginable), was applied. A 10-point scale from 0 (no
satisfaction) to 10 (complete satisfaction) was used to record
patient satisfaction with the outcome of the surgery and with
the appearance of the digit after surgery. Global hand function
was evaluated using the Quick Disabilities of the Arm, Shoulder
and Hand (QuickDASH) questionnaire validated for the
Portuguese population, which ranges from 0 (normal upper
limb function) to 100 (no upper limb function). The motion of
the thumb in opposition andadductionwere assessedusing the
Kapandji classification.19 Palmar abduction and radial abduc-
tionwereevaluatedwithaclassicgoniometer.Gripstrength (kg)
and pinch strength (kg) were obtained by the mean of
three repeated measures with a hand-held dynamometer
(Lafayette Instrument, model 01165, Lafayette, IN, US). The
preoperative radiographs were analyzed according to Eaton
classification.17,18 The frontal and lateral views of the postoper-
ative radiographs were reviewed using the software on the
radiology imaging system (Sectra IDS7, version 21.1.3.2033,
Sectra AB, Linköping, Sweden) at the immediate posteoperative
time and at 1-year and 5-year of follow-up. The coronal and
sagittal alignments of the implant in relation to the long axis of
the TMC joint were measured as described by Barrera-Ochoa
et al.:13 the base of the TMC joint was divided into quarters on
the front and lateral views, and the position of the implant was
defined as centered, one-fourth displaced, one-half displaced,
and more than one-half displaced. The periprosthetic lucency
was measured using a modification of the system described by
Herren et al.20 for pyrocarbon proximal interphalangeal
joint arthroplasty: 0–radiolucent line (0.5mm) around the
implantonaplain radiograph fromthepyrolitic carboncoating;
1–radiolucent line present measuring�1mm in width at any
point around the implant; 2–radiolucent line>1mm in width
at any point around the implant; 3–macroscopic displacement
of the implant (more than one-fourth of the base of the first
metacarpal bone).

Statistical analysis. The quantitative variables were
described as means and standard deviations using the
GraphPad Prism (GraphPad Software, Inc., San Diego, CA,
US) software, version 8 for Windows 10. The results of ROM
and strength were expressed as percentages of the contra-
lateral limb function. Implant survival was presented as
percentages. The correlation between the clinical results
(ROM and strength) and the radiological features (position
of implant and radiolucency) was tested using the Spearman
rank correlation test with a 95% confidence interval (95%CI)
and p<0.05.

Results

A total of 19 patients (2 males and 17 females) were
reviewed. The patients had a mean age of 56.45�5.95
(range: 44 to 67) years, and the mean follow-up was of
74.05�14.43 (range: 60.00 to 105.83) months. In total,
32% and 68% were identified as Eaton stages II and III,
respectively. The dominant side was affected in 63% of the
sample. A total of 3 out of 19 patients had already undergone
surgery in the opposite hand: one patient (patient 7) had
been submited to a total TMC arthroplasty with a ball-and-
socket implant, another patient (patient 13) had undergone
the placement of a pyrocarbon implant with the same
technique, and another one (patient 14) had been submitted
to a primary repair for an acute injury of the ulnar collateral
ligament of themetacarpophalangeal joint of the thumb. Two
patients underwent revision before the end of the follow-up.
The authors chose to include them in the implant survival
analysis, but their final clinical results are not displayed,
neither are their radiological findings after revision.

At the latest follow-up, themean score on the VAS for pain
was of 1.76�2.05, and the average score on the QuickDASH
was of 22.73�22.33. Themean time to return towork was of
4.07�2.92 months, but 12 out of 19 patients were retired at
the time of the surgery. In total, 26% and 82% of the patients
were very or highly satisfied (score�8 out of 10) with the
general treatment and cosmetic appearance, respectively.
These results are detailed in ►Table 1.

The mean values of the functional parameters of grip and
pinch strength were of 89�26% and 93�23% of the contra-
lateral side, respectively. The mean values for palmar and
radial abductions were of 33.06°�9.59° and 42.49°�17.14°,
respectively. The mean values for opposition (Kapandji19)
and retropulsion (Kapandji19) were of 8.47�1.55 and
2.65�0.61, respectively. The functional and ROM results
are detailed in ►Table 2.

At the immediate postoperative period, all implants
except one were graded as Herren 0. In one case, the implant
was macroscopically displaced (Herren grade 3). One year
after surgery, 89% of progression of lucency was observed as
follows: progression from grade 0 to grade 1 and from grade
1 to grade 2 were observed in 5 and 10 cases, respectively;
progression from grade 2 to grade 3 was observed in 1 case.
Between 1 and 5 years of follow-up, the progression of
lucency observed was of 11%, as follows: progression from
grade 1 to grade 2 in 1 case and from grade 2 to grade 3 in

Revista Iberoamericana de Cirugía de la Mano Vol. 49 No. 1/2021 © 2021. SECMA Foundation. All rights reserved.

Pyrocarbon Implant for Trapeziometacarpal Arthritis Ribeiro et al. 39



Ta
b
le

1
C
lin

ic
al

an
d
ra
di
o
lo
g
ic
al

re
su
lt
s
in

de
ta
il

V
A
S

(0
-1
0)

Q
ui
ck

D
A
SH

(0
-1
0
0)

Ti
m
e
to

re
tu
rn

to
w
o
rk

(m
o
nt
h
s)

G
lo
ba

l
sa
ti
sf
ac

ti
o
n

sc
or
e
(0
-1
0
)

C
o
sm

et
ic

ap
p
ea

ra
nc

e
sa
ti
sf
ac

ti
o
n

sc
o
re

(0
-1
0)

R
ad

io
lu
ce

nc
y�

Im
p
la
nt

p
os

it
io
n
��

Re
vi
si
o
n

(Y
es
/N

o)
Po

st
op

er
at
iv
e
p
er
io
d

1
ye

ar
5
ye

ar
s

Po
st
op

.
1
ye

ar
5
ye

ar
s

Pa
ti
en

t
1

0
0.
00

N
A

10
10

0
2

2
C
en

te
re
d

C
en

te
re
d

C
en

te
re
d

N
o

Pa
ti
en

t
2

0
9.
09

4.
00

10
10

0
1

2
C
en

te
re
d

C
en

te
re
d

C
en

te
re
d

N
o

Pa
ti
en

t
3

0
0.
00

N
A

10
10

0
2

2
C
en

te
re
d

C
en

te
re
d

C
en

te
re
d

N
o

Pa
ti
en

t
4

4
4.
55

N
A

9
9

0
2

2
C
en

te
re
d

C
en

te
re
d

C
en

te
re
d

N
o

Pa
ti
en

t
5

4
22

.7
3

7.
00

7
7

0
2

3
C
en

te
re
d

C
en

te
re
d

¼
di
sp
la
ce

d
N
o

Pa
ti
en

t
6

5
61

.3
6

3.
00

8
10

0
2

2
C
en

te
re
d

C
en

te
re
d

C
en

te
re
d

N
o

Pa
ti
en

t
7

5
56

.8
2

1.
50

10
10

0
1

1
C
en

te
re
d

C
en

te
re
d

C
en

te
re
d

N
o

Pa
ti
en

t
8

2
36

.3
6

N
A

10
10

0
2

2
C
en

te
re
d

C
en

te
re
d

C
en

te
re
d

N
o

Pa
ti
en

t
9

0
2.
27

N
A

10
8

0
1

1
C
en

te
re
d

C
en

te
re
d

¼
di
sp
la
ce

d
N
o

Pa
ti
en

t
10

0
9.
09

N
A

10
10

0
2

2
C
en

te
re
d

C
en

te
re
d

C
en

te
re
d

N
o

Pa
ti
en

t
11

5
50

.0
0

N
A

10
10

0
0

0
C
en

te
re
d

C
en

te
re
d

C
en

te
re
d

N
o

Pa
ti
en

t
12

2
38

.6
4

1.
00

7
10

0
1

1
C
en

te
re
d

C
en

te
re
d

C
en

te
re
d

N
o

Pa
ti
en

t
13

0
11

.3
6

3.
00

10
10

3
3

3
¼

di
sp

la
ce

d
¼

di
sp
la
ce

d
¼

di
sp
la
ce

d
N
o

Pa
ti
en

t
14

2
52

.2
7

N
A

8
8

0
2

2
C
en

te
re
d

C
en

te
re
d

C
en

te
re
d

N
o

Pa
ti
en

t
15

0
29

.5
5

N
A

9
10

0
2

2
C
en

te
re
d

C
en

te
re
d

C
en

te
re
d

N
o

Pa
ti
en

t
16

1
0.
00

N
A

10
10

0
1

1
C
en

te
re
d

C
en

te
re
d

C
en

te
re
d

N
o

Pa
ti
en

t
17

0
2.
27

9.
00

10
9

0
3

3
C
en

te
re
d

¼
di
sp
la
ce

d
¼

di
sp
la
ce

d
N
o

Pa
ti
en

t
18

N
A

N
A

N
A

N
A

N
A

0
N
A

N
A

C
en

te
re
d

N
A

N
A

Ye
s

Pa
ti
en

t
19

N
A

N
A

N
A

N
A

N
A

0
2

N
A

C
en

te
re
d

C
en

te
re
d

N
A

Ye
s

M
ea

n
1.
76

22
.7
3

4.
07

9.
29

9.
47

–
–

–
–

–
–

–

St
an

d
ar
d

d
ev

ia
ti
o
n

2.
05

22
.3
3

2.
92

1.
10

0.
94

–
–

–
–

–
–

–

A
b
br
ev

ia
ti
on

s:
D
A
SH

,
D
is
ab

ili
ti
es

of
th
e
A
rm

,
Sh

ou
ld
er

an
d
H
an

d;
N
A
,
no

n
ap

pl
ic
ab

le
;
VA

S,
V
is
ua

lA
na

lo
g
ue

Sc
al
e
fo
r
pa

in
in

th
e
po

st
op

er
at
iv
e
pe

ri
o
d.

N
ot
es
:�
A
cc
or
di
ng

to
H
er
re
n
et

al
.2
0

��
A
cc
or
di
ng

to
Ba

rr
er
a-
O
ch

oa
et

al
.1
3

Revista Iberoamericana de Cirugía de la Mano Vol. 49 No. 1/2021 © 2021. SECMA Foundation. All rights reserved.

Pyrocarbon Implant for Trapeziometacarpal Arthritis Ribeiro et al.40



Ta
b
le

2
Fu

nc
ti
on

al
re
su
lt
s
in

de
ta
il

G
ri
p
st
re
n
gh

t
(k
g
)

Pi
nc

h
st
re
ng

ht
(k
g
)

Pa
lm

ar
ab

d
uc

ti
o
n
(d
eg

re
es
)

Ra
di
al

ab
d
uc

ti
o
n
(d
eg

re
es
)

O
pp

os
ti
o
n
(K
ap

an
dj
i1
9 )

Re
tr
o
p
ul
si
o
n
(K
ap

an
dj
i1
9 )

O
p.

C
t.

%
op

.
si
de

O
p
.

C
t.

%
O
p.

si
d
e

O
p.

C
t.

si
d
e

%
O
p.

si
d
e

O
p.

si
d
e

C
t.

si
d
e

%
O
p.

si
d
e

O
p.

si
d
e

C
t.

si
de

%
O
p
.

si
d
e

O
p
.

si
de

C
t.

si
d
e

%
O
p
.

si
de

si
d
e

si
de

si
de

si
d
e

si
d
e

Pa
ti
en

t
1

8.
17

8.
13

10
1%

5.
35

4.
65

11
5%

26
28

93
%

32
40

80
%

8
8

10
0%

2
2

10
0%

Pa
ti
en

t
2

9.
82

10
.5
7

93
%

3.
36

3.
96

85
%

40
40

10
0%

78
70

11
1%

9
10

90
%

4
4

10
0%

Pa
ti
en

t
3

11
.2
2

10
.4
5

10
7%

4.
7

4.
45

10
5%

40
42

95
%

60
40

15
0%

10
10

10
0%

3
3

10
0%

Pa
ti
en

t
4

21
.3
2

21
.4

10
0%

6.
59

6.
53

10
1%

34
30

11
3%

40
50

80
%

8
10

80
%

3
4

75
%

Pa
ti
en

t
5

5.
09

8.
58

59
%

2.
01

3.
13

64
%

24
20

12
0%

50
42

11
9%

7
9

78
%

3
3

10
0%

Pa
ti
en

t
6

4.
38

9.
33

47
%

1.
47

3.
02

49
%

20
20

10
0%

40
30

13
3%

9
10

90
%

2
4

50
%

Pa
ti
en

t
7

5.
3

5.
49

96
%

1.
63

1.
96

84
%

32
28

11
4%

38
50

76
%

9
9

10
0%

3
3

10
0%

Pa
ti
en

t
8

1.
68

2.
34

72
%

1.
39

11
.8
3

11
5%

18
20

90
%

40
40

10
0%

9
10

90
%

3
3

10
0%

Pa
ti
en

t
9

6.
23

7.
65

82
%

2.
85

1.
21

11
3%

30
38

79
%

52
62

84
%

9
10

90
%

3
2

15
0%

Pa
ti
en

t
10

7.
36

6.
88

10
7%

3.
17

3.
23

98
%

50
40

12
5%

34
44

77
%

9
9

10
0%

2
3

67
%

Pa
ti
en

t
11

10
.6
3

7.
19

14
8%

4.
18

4.
79

87
%

42
38

11
1%

78
50

15
6%

9
9

10
0%

3
3

10
0%

Pa
ti
en

t
12

2.
08

6.
01

35
%

1.
16

2.
17

53
%

26
44

59
%

24
50

48
%

9
9

10
0%

2
3

67
%

Pa
ti
en

t
13

11
.3
2

13
.2
8

85
%

4.
13

5.
78

72
%

40
70

57
%

52
50

10
4%

9
9

10
0%

2
3

67
%

Pa
ti
en

t
14

1.
7

2.
06

82
%

1.
2

1.
17

10
3%

22
30

73
%

30
30

10
0%

3
6

50
%

2
2

10
0%

Pa
ti
en

t
15

8.
17

7.
84

10
4%

4.
04

4.
46

88
%

48
52

92
%

22
24

92
%

9
9

10
0%

3
3

10
0%

Pa
ti
en

t
16

8.
34

8.
22

98
%

4.
41

3.
24

13
6%

38
40

95
%

24
30

80
%

9
10

90
%

2
2

10
0%

Pa
ti
en

t
17

8.
37

8.
91

94
%

2.
79

2.
63

10
6%

32
38

84
%

30
26

11
5%

9
9

10
0%

3
3

10
0%

Pa
ti
en

t
18

N
A

N
A

N
A

N
A

N
A

N
A

N
A

N
A

N
A

N
A

N
A

N
A

N
A

N
A

N
A

N
A

N
A

N
A

Pa
ti
en

t
19

N
A

N
A

N
A

N
A

N
A

N
A

N
A

N
A

N
A

N
A

N
A

N
A

N
A

N
A

N
A

N
A

N
A

N
A

M
ea

n
7.
70

8.
49

89
%

3.
20

3.
46

93
%

33
.0
6

36
.3
5

94
%

42
.5
9

42
.8
2

10
0
%

8.
47

9.
18

92
%

2.
65

2.
94

93
%

St
an

d
ar
d

de
vi
at
io
n

4.
71

4.
32

26
%

1.
60

1.
51

23
%

9.
59

12
.5
9

20
%

17
.1
4

12
.5
5

28
%

1.
55

1.
01

13
%

0.
61

0.
66

22
%

A
b
br
ev

ia
ti
on

s:
C
t.
,
co

nt
ra
la
te
ra
l;
N
A
:
no

n
av

ai
la
b
le
;
O
p.
,
op

er
at
ed

.

Revista Iberoamericana de Cirugía de la Mano Vol. 49 No. 1/2021 © 2021. SECMA Foundation. All rights reserved.

Pyrocarbon Implant for Trapeziometacarpal Arthritis Ribeiro et al. 41



another case. No differences were observed in the rest of the
implants. These radiological results are detailed in ►Table 2.

At the immediate postoperative period, all implants except
onewereperfectly centered. In this case (patient 13), a displace-
ment of one-fourth was observed. One year after surgery,
another implant (patient 17) was displaced by one-fourth.
Five years after surgery, 2 implants (patients 5 and 9) were
displaced by one-fourth. All the other implants were perfectly
centered. No major dislocations were noted. The percentage of
displacements of one-fourth 1 and 5 years after surgery was,
respectively, 11% and 24%. Progression of the previously
observed displacement for each implant was not observed
during follow-up. These data are also detailed in ►Table 2.

There was no correlation between the radiological results
and the clinical parameters, namely pain, score on the
QuickDASH, ROM, or strength. During the follow-up, 2
implants were reviewed: the first patient (patient 18)
suffered a fall while walking, with direct impact on the
hand, 4.03 months after surgery. Due to the posttraumatic
implant displacement (of one-fourth) and persistent pain,
the patient underwent trapeziectomy, ligament reconstruc-
tion and tendon interposition according to the Burton-
Pellegrini technique.21 The second patient (patient 19) had
persistent pain and TMC subluxation. In this case, trapeziec-
tomy and suspension using a suture buttonwas performed22

at 60 months of follow-up. The overall implant survival with
revision of the implant as the outcomemeasurewas of 89% 5
years after surgery.

Discussion

Thepresentworkdescribes theclinical and radiological results
after 5 years of surgical management of TMC arthritis with a
pyrocarbon implant. Previous papers report that the mean
postoperative VAS score for pain ranged from 0.516 to 4.97

points. Based on our data, themean postoperative painwas of
1.76�2.05, one of the lowest values reported in the current
literature for this kind of technique. It is important to note,
however, that 2 patients referred high values: one of them
(patient 19) was reoperated at 60 months of follow-up due to
persistent pain and subluxation; the other one (patient 7) was
very satisfied, as he couldperfectly performhisdaily activities,
and refused surgery. The average postoperative score on the
QuickDASHwas of 22.73�22.33. These values are in linewith
those of the current literature, which presents mean values
ranging from 17 to 31 points.7,13,14,16,23 Although some of our
patients scored as high as 50 and 60 points on the QuickDASH,
they all referred satisfaction scores between 8 and 10, and
statednoneed for anadditional surgery. In fact, 76%and82%of
the patients were very or highly satisfied (score�8 out of 10)
with the general treatment and cosmetic appearance,
respectively.

All the functional parameters (strength and ROM) were
above the 90% barrier of the contralateral side. These are
extremely positive results, and the values for grip and pinch
strength are in fact slightly higher than the scores obtained in
some of the papers that refer to similar techniques.11 Oppo-
sition (Kapandji19), one of themost important features, had a

mean value of 8.47�1.55, which is in line with the values of
previously-published studies.7,13,16,23

The relationship between the functional results and the
time to resume activities should be an interesting thing to
examine, but it is hardly referred in the current literature. In
our series, only 7 out of 19 patients were not retired at the
time of the surgery, with an average time to return towork of
4.07�2.92 months. It is a quite long period though, espe-
cially when involving young and active patients.

According to the literature, a normal radiolucent line
is thought to correspond to the mantle of radiolucent pyro-
carbon.20,24,25 This lucency should not be interpreted as a
complication, unless it increases above 1mm or shows a
significant progressive increase on serial studies.25 In our
results, all implants except one showed progressive radiolu-
cency 1 year after surgery (89% of progression). However,
between 1 and 5 years of follow-up, the progression of
radiolucency was of only 11%. Similar results were found
by Barrera-Ochoa et al.13 Differences in progression accord-
ing to time frames point out that the period in which most
important radiological changes occur is within the first
postoperative year (►Fig. 1, A,B,C,D). Interestingly,
Smeraglia et al.23 have also found that evidence of instability
in the first two postoperative years could be a predictor of
the long-term durability of the implant.

However, it is important to emphasize that our radiological
findingswere not correlated to the clinical results. In a studyof
31 patients aged 58 years with 13 months of follow-up, Still-
water et al.25 have demonstrated similar results with adverse
clinical outcomes for only 11 of the 31 implants showing
evidence of loosening. Our work concurs, thus, with the idea
that radiographic loosening per se should not be used as a
predictor of implant failure or adverse clinical outcomes.13,25

Dislocation is one of the most important complications of
pyrocarbon implants,8,26,27 occurring in up to 33% of the
cases.9 Pyrodisk is well known to be quite stable, since a
ligamentous plasty is used for its stabilization, in contrast
with other implants, such as Pi2 (Bioprofile, Grenoble,
France), Pyrocardan (Tornier, Montbonnot Saint Martin,
France) and NuGrip (Integra Life Sciences, Plainsboro, NJ,
US).9,16 In the current study, no cases of dislocation were
noted, but displacement of the implant occurred in 11% and
24% of the cases after 1 and 5 years of follow-up, respectively.
These patients were asymptomatic, andwere not reoperated
(►Fig. 2, A and B). Similar results were obtained by Barrera-
Ochoa et al.13

In the present study, the overall implant survival with
revision of the implant as the outcome measure was of 89%
at 5 years after surgery. This data is in line with that of the
current literature for Pyrodisk,13 and it is higher than the
survival expected for other pyrocarbon implants.15 Revision
was needed in two cases due to specific reasons. One patient
(patient 18) presented with persistent pain, with subluxa-
tion of the implant during daily activities. We think this case
was related to technical errors during the first surgical
procedure. Another patient (patient 19) had a fall with direct
impact on the hand, resulting in posttraumatic subluxation
of the implant and persistent pain. The stability of the
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implant was assumed to be compromised (►Fig. 3, A and B)
and revision was carried out.

The present study has some important limitations. First of
all, as a retrospective study, preoperative data for clinical
parameters were not available. This is an important draw-
back, as it precludes the analysis of the potential changes

after the surgery. Secondly, our sample is small and with a
significant number of excluded patients, as explained earlier
(only 19 patients out of an initial group of 27 patients), which
limits the extrapolation of our conclusions to the general
population. Prospective studies regarding preoperative fea-
tures and larger samples should be performed.

Fig. 1 Asymptomatic grade-2 radiolucency (patient 3) at 1 year (A,B) and 5 years of follow-up (C,D).

Fig. 2 Asymptomatic progression of implant displacement (patient 9) from a centered implant at 1 year of follow-up (A) to an implant displaced
by one-fourth at 5 years of follow-up (B). The continuous line corresponds to the center of the metacarpal, and the dotted lines, to the
subdivisions of the metacarpal in quarters.
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Conclusion

The treatment of TMC osteoarthritis is currently demanding,
as there is no gold-standard surgery. In the universe of
pyrocarbon implants, Pyrodisk enabled us to obtain good
functional results in the mid-term, with low risk of disloca-
tion. Radiolucency lines do not relate to clinical outcomes,
and should not be considered in the decision to perform
revision.
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