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Abstract Introduction Programmable pressure valves with antisiphon/gravity devices are
recommended for ventriculoperitoneal shunts. However, cerebrospinal fluid (CSF)
overdrainage and underdrainage still frequently occur because of the lack of effective
pressure regulation methods. Therefore, this study aimed to provide a method to guide
valve pressure selection after ventriculoperitoneal shunt placement.

Materials and Methods A total of 31 patients whose valve pressure was lowered for
the last time after ventriculoperitoneal shunt placement were enrolled in this study.
Glucose solution was injected into the reservoir before and after adjustment, and the
residual glucose concentration was measured 20 minutes later. Residual glucose
concentrations were then compared between before and after adjustment. In vitro
experiments were also conducted to simulate the flow of CSF through the shunt valve

Keywords and detect the relationship between flow rate and residual glucose concentration.

= programmable Results The glucose concentration in the CSF was significantly decreased after
pressure adjusting (mean +standard deviation, 15+6.6 vs. 5.6 +3.1 mmol/L, respectively;

= hydrocephalus p<0.01).

= ventriculoperitoneal ~ Conclusion When the residual glucose concentration is higher than 10 mmol/L, an
shunts underdrainage shunt should be considered, and when it is lower than 10 mmol/L, an

= cerebrospinal fluid appropriate pressure should be considered, which provides a reference for lowering the

= underdrainage shunt valve pressure.
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A Method to Guide Pressure Selection for Programmable Pressure Valves

Introduction

Insertion of a ventriculoperitoneal shunt is a surgical method
used for hydrocephalus.'3 A programmable pressure valve
with an antisiphon/gravity device generally is recom-
mended.*> However, overdrainage and underdrainage of
cerebrospinal fluid (CSF) remains a common issue.®

There are a few related studies on the measurement
of shunt flow after ventriculoperitoneal shunt placement,
and there are reports of phase-contrast magnetic reso-
nance imaging, Doppler ultrasound, and other techniques
being used to detect flow in the shunt tube.”~® However,
because of the slow flow rate of CSF in the shunt
tube, errors in this type of detection are relatively large.
Therefore, the method of detecting flow cannot be used to
guide pressure selection for programmable pressure valves.
Thus, it is mainly used in the diagnosis of shunt tube
obstruction.

Many experts now believe that implementing an initial
high-pressure setting, which is gradually reduced, is the
correct approach to the pressure setting of valves.'%!" How-
ever, there is no uniform standard for determining the initial
pressure and when downward adjustment is necessary.
Therefore, the aim of this study was to provide a method
to guide the selection of valve pressure.
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Materials and Methods

Physiological Mechanism

A concentrated glucose solution (GS) is injected into the
reservoir, where it is progressively diluted by the CSF flowing
through the reservoir toward the peritoneal cavity.
The degree of dilution of the concentrated glucose is directly
proportional to the flow rate of the CSF (~Fig. 1).

In Vitro Experiment

The Medtronic PS Medical Delta valves (Medtronic, Minne-
apolis, Minnesota, United States) were used for the in vitro
experiment. For configuration of artificial CSF, 1.5 mL of 5%
GS was combined with physiological saline for a total volume
of 100 mL. The glucose concentration of the artificial CSF was
3.5 4+ 0.6 mmol/L. The diverter valve was connected vertical-
ly, the flow rate was controlled using a micropump, and the
artificial CSF was passed through the diverter valve at
different speeds (=Fig. 2). Note that 0.1 mL of 5% GS was
injected into the reservoir of the shunt valve. After
20 minutes, 0.1 mL was drawn from the reservoir, and the
residual glucose concentration was measured by using a
blood glucose meter (OneTouch UltraVue, Johnson & John-
son, New Brunswick, New Jersey, United States) (=Fig. 2).
The measurement results were analyzed and compared.

Fig. 1 A high concentration of glucose is injected into the reservoir (the intensity of the red color indicates the glucose concentration within
the reservoir). The glucose in the reservoir continuously flows with the cerebrospinal fluid into the abdominal cavity, where it becomes
progressively diluted. The degree of dilution is proportional to the flow rate of the cerebrospinal fluid.

J

Fig. 2 Schematic diagram of the in vitro experiment. (A) Introduction of the simulated cerebrospinal fluid shunt to set different flow rates.
(B) Puncture site of the reservoir. (C) Glucose concentration was measured by using a blood glucose meter.
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Fig. 3 Schematic diagram of the in vivo experiment. (A) The red arrow in the magnetic resonance image marks the location of the reservoir. (B)
Puncture site mark in patients in the obstruction group. (C) Glucose solution was injected into the reservoir.
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Fig. 4 Schematic diagram of in vitro experimental results. The residual glucose concentration decreases with an increasing saline flow rate.
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Second, we chose a flow rate of 3 mL/h as an underdrainage
group and 6mL/h as a control group. For each group,
we performed nine experiments and compared the test
results.

In Vivo Experiment

Patient Enrolment and Ethical Approval
Thirty-one patients whose valve pressure was lowered for
the last time after ventriculoperitoneal shunt insertion were
included in the study (14 women and 17 men; mean age,
46.5 +6.5 years; age range, 27-69 years). The study was
conducted in accordance with the Helsinki Declaration.
Informed consent was obtained from all participants.

All patients had received a ventriculoperitoneal shunt 7 to
90 days earlier, the wound healed well, and the valve bounced
normally after external pressure. All patients underwent
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shunting using an adult programmable pressure antisiphon
device (PS Medical Strata II, Medtronic). Patients with diabe-
tes were excluded.

Before reducing the valve pressure, 12 cases were set
at a performance level of 2.0, 16 cases at 1.5, and 3 cases
at 1.0. Sixteen patients were conscious, nine were hazy, and
six were comatose. Before adjustment, head computed to-
mography (CT) showed slightly small ventricles in 8 cases,
normal ventricles in 10 cases, and enlarged ventricles in 13
cases.

Detection of Residual Glucose Concentration

The residual concentration of glucose was measured
1 day before and 3 days after the valve pressure was
lowered. The measurements were carried out under a state
of fasting for 8 hours. To reduce the influence of body
position on the measurement, the participants laid flat

%
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control group

underdrainage group

Fig.5 Schematic diagram of in vitro experimental results (n =9). Bar graph of the residual glucose concentration for the artificial cerebrospinal

fluid flow rates of 3 and 6 mL/h (p <0.001).
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for an hour before the test and then changed to a
sitting position. After valve positioning and skin disinfection,
0.1 mL of 5% GS was injected into the reservoir of the shunt
valve. After 20 minutes, 0.1 mL was drawn from the reservoir
and the residual glucose concentration was measured
(=Fig. 3).

Statistical Analysis

SPSS version 27.0 software (IBM Corp., Armonk, New York,
United States) was used for statistical analysis. The measure-
ment data conformed to a normal distribution and are de-
scribed as the mean + standard deviation. The groups were
compared using a paired t-test and p-values<0.05 were
considered to indicate a statistically significant difference.

Results

In Vitro Experiment
The results showed that the residual glucose concentration
decreased with an increasing velocity of physiological saline
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Fig. 6 Schematic diagram of residual glucose concentration mea-
surement results. Histogram of the residual glucose concentration
before and after adjustment (p <0.001).
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(=Fig. 4). The GS concentration in the control group
(6.5+1.1) was significantly lower (p=0.001) than that in
the underdrainage group (9.7 +0.8; shown in =~Fig. 5).

In Vivo Experiment

Statistical analysis revealed no significant differences in
fasting blood sugar after adjustment. The residual concen-
trations of CSF before and after adjustment were 15 + 6.6 and
5.6 3.1 mmol/L, respectively. The residual glucose concen-
tration was significantly decreased after adjustment
(p<0.01) (~Fig. 6).

After adjustment, a performance level of 1.5, 1.0, and 0.5
were set in 12, 16, and 3 cases, respectively. Head CT scans
showed that after adjustment, the ventricles of 13 patients
were smaller than those before adjustment, and the ventricles
of 18 patients had no obvious changes. Ten patients had an
improved state of consciousness, 15 had improved cognitive
scores, 5 had decreased muscle tone, 3 had decreased blood
pressure, and 2 had decreased seizure frequency. In all the
cases, there were no ventricles in the slit state.

Discussion

Because of over- and underdrainage, a considerable number
of patients had inappropriate shunt pressure after shunting
and could not achieve optimal shunt flow.'> We hypothesize
the main reasons for this are as follows: (1) intracranial
pressure (ICP) varies greatly among patients before surgery.
High-, medium-, or even low-pressure hydrocephalus may
occur. It is difficult to accurately assess the ICP before surgery.
(2) Determining the optimal shunt pressure based solely on
clinical manifestations is difficult as clinical and postopera-
tive manifestations vary greatly among individuals. (3) The
pressure of the shunt pump could not be completely adjusted
based on the size of the ventricles as the imaging data
showed varying results. Although the ventricles of most
patients became smaller after surgery, some still had large
or normal ventricles.

According to idiopathic normal pressure hydrocephalus
practice guidelines reported by the American Academy of
Neurology, ICP and the patient’s clinical manifestations
should be evaluated before shunt surgery and a higher valve
pressure should be initially set, which can be gradually
lowered after surgery.'>'* The method used in this study
was similar to those guidelines, with the pressure adjusted to
a higher level and then gradually decreased thereafter. Before
lowering the pressure, we injected GS into the reservoir and
detected residual glucose concentrations (which is inversely
proportional to the CSF flow). Residual glucose concentra-
tions were measured by a trained neurosurgeon blinded to
the clinical condition of the patient.

In this study, we relied on the dilution of glucose as a
measure of shunt flow. Glucose is an endogenous molecule
(naturally present in CSF and blood) with no toxic effects,
even at locally high concentrations. This eliminates risks
associated with exogenous markers. Glucose can be mea-
sured easily, with high sensitivity and at low cost, using
standard clinical tools. Our in vitro experiments confirmed

Asian Journal of Neurosurgery © 2025. Asian Congress of Neurological Surgeons. All rights reserved.



Zhang et al.

A Method to Guide Pressure Selection for Programmable Pressure Valves

-91eridoidde pawaap si ainssald ayl “J/joww g | Mojaq sdolp [9A3] 9yl U3y
‘padinbau sy aunssaid dwnd junys ay3 jo Juswisnipe ue “J/joww Q| 03 [enba 10 ueyy 193ea1b S| |9A9] 9500N|D [BNPISAL Y1 3|IYM “S|9A3] 9502N|D [BNPISAI UO paseq 1ieyamoyy bupew-uolsidap [ediulp y £ *big

2i1nssaid ajelidoidde juawlsnipy ailnssaid

J/ioww gL> J/iowwl g <

1I0AI3S3Yy 3yl ul
UOI}BIlJUd2UOD 9S0ON|9 |enplisay

Asian Journal of Neurosurgery © 2025. Asian Congress of Neurological Surgeons. All rights reserved.



A Method to Guide Pressure Selection for Programmable Pressure Valves

that it can be detected using glucose meters without inter-
ference from CSF components. A 5% GS is readily available in
clinical settings. A solution of 5% GS was injected into the
valve reservoir. The slower the flow rate in the reservoir, the
more conducive it is to material exchange (glucose is evenly
distributed in the reservoir) and the smaller the detection
error, so it is suitable for the inspection of shunt flow in this
research.

We used the Medtronic PS Medical Delta valve in this study,
which contains a reservoir with a volume of 0.5 mL and allows
for extracorporeal puncture.'® The CSF contains GS, and the
normal range is within 3.6 to 4.5 mmol/L. After injecting 0.1 mL
of glucose into the reservoir, the glucose concentration was
43.2 mol/l, which was much higher than that in the CSF, and
there was no obvious reflux to the ventricle. Therefore, in the
initial stage of detection, the interference by CSF glucose is
small, but when the residual concentration is close to the
concentration of CSF glucose, the degree of interference is
greater; thus, to reduce its impact on this research, we chose
the time interval of injecting and withdrawing as 20 minutes
so that the residual concentration was in an appropriate range
to reduce the experimental error. However, there may be more
desirable substitutes, such as certain drugs and electrolytes.
Also, a more appropriate time interval needs to be further
determined.

The dilution process of GS is affected by many factors. To
reduce the errors in this study, all detection operations were
performed by the same neurosurgeon. The puncture point
was at the center of the reservoir, and the injection and
aspiration speeds were consistent; none of the participants
experienced puncture-related complications.

The optimal volume of CSF that should be shunt has not
been determined, However, the volume of CSF secretion
in healthy individuals is 21 to 24mL/h,'®'” and when the
drainage volume of CSF is less than 3 mL/h in the tap test of
hydrocephalus, the symptoms cannot improve significantly
unless the drainage volume is increased.'® Therefore, under-
drainage is suspected when the shunt flow rate is less than
3mL/h (72 mL/d), and the pressure of valve should be de-
creased. In our study, the results of the in vitro study showed
that when the residual glucose concentration was greater
than 10 mmol/L, the CSF flow rate in the reservoir was less
than 3 mL/h. Similarly, we concluded that underdrainage
occurred when the residual glucose concentration was
higher than 10 mmol/L.

The vivo results showed two patients with the residual
glucose concentration lower than 10 mmol/L before adjust-
ment and 3 patients above 10mmol/L after adjustment.
Detection errors or individual differences may be the reason.
Therefore, we believe that when the detection value is
around 10 mmol/L, more decisions should be made by clini-
cal performance.

In terms of the limitations of this study, we found glucose
to be present in the CSF, which affected the results of the
residual GS; therefore, more ideal substances to replace GS
require further research. Second, the volume of the reservoir
is too small, which is not conducive to the full dissolution of
glucose, and it is also difficult to ensure the consistency of the
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puncture site. At the same time, when using other devices for
this test the results may significantly differ with our research
due to the different reservoir volumes. Finally, this was a
single-center study with only a few cases. A larger multicen-
ter study should be performed in the future to further
confirm its safety and accuracy.

Conclusion

This method provides a reference for neurosurgeons to adjust
the shunt valve pressure. When the residual glucose concen-
tration is higher than 10 mmol/L, an undershunting shunt
should be considered, and when it is lower than 10 mmol/L,
an appropriate pressure should be considered (the flowchart
is shown in =Fig. 7).
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